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Canine Distemper Virus Antigen Test

For Veterinary Use Only

READ ALL INSTRUCTIONS BEFORE BEGINNING THE TEST

1.All reagents and samples must be at room temperature 

(15~30°C/59~86 °F) before use.

2. Collect Ocular or nasal secretions using a swab.

3.Put the swab into the sample dilution buffer and stir the solution with the 

swab to disperse the sample into the buffer (approximately 10 seconds).

4. Wait for 20 seconds to settle down the large particles.

5. Remove the swab from the sample dilution buffer.

6. Remove the test device from the pouch and place it on a flat and 

drysurface.

7.Apply 3 drops of the mixed sample solution into the sample holes 

foreach , drop by drop vertically.

8.Read test results at 10 minutes.

● Store in a dry place at 2-30°C
● Do not freeze
● Keep away from direct sunlight
● 24 months of shelf life (Production date to the expiration date).
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Positive(+)
Presence of two color bands “T”and “C”

Negative (-)

No presence of color band (“T”)
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Invalid
No presence of color band (“C”)

Two lines, one nextto C and one 
next to T, even faint lines, shows the 
test is positive.

One red-coloredline only next to “C” 
indicates a negative result.

If the red-colored line in the control  
region “C” is not visible, the result is 
invalid. Run a new test.


